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DATE: 2020/9/23

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19124 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9987 0.9992 0.9987
10.00 1.0000 1.0000 1.0000
20.00 1.0034 1.0021 1.0035
30.00 1.0072 1.0048 1.0077
40.00 1.0100 1.0074 1.0113
50.00 1.0106 1.0090 1.0130
60.00 1.0089 1.0092 1.0122
70.00 1.0052 1.0077 1.0093
80.00 1.0001 1.0048 1.0046
90.00 0.9950 1.0014 0.9996

100.00 0.9905 0.9982 0.9950
120.00 0.9861 0.9958 0.9909
140.00 0.9913 1.0053 0.9987
160.00 1.0042 1.0268 1.0173

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.502 2.501
Cross-axis Coupling (g/g) 0.28% 0.24% 0.28%
* g =9.80 m/s? Rev G 07-2020
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