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DATE: 2020/9/23

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19130 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9990 0.9982 0.9987
10.00 1.0000 1.0000 1.0000
20.00 1.0029 1.0048 1.0035
30.00 1.0067 1.0107 1.0079
40.00 1.0104 1.0155 1.0118
50.00 1.0128 1.0178 1.0139
60.00 1.0133 1.0170 1.0136
70.00 1.0116 1.0136 1.0109
80.00 1.0076 1.0079 1.0062
90.00 1.0027 1.0019 1.0011
100.00 0.9977 0.9961 0.9963
120.00 0.9913 0.9891 0.9920
140.00 0.9968 0.9932 1.0008
160.00 1.0147 1.0079 1.0222

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.501
Cross-axis Coupling (g/g) 0.44% 0.32% 0.44%
* g =9.80 m/s? Rev G 07-2020
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