REFATEK

S YiS T E Mgl NN

DATE: 2020/9/23

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19134 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9991 0.9984 0.9983
10.00 1.0000 1.0000 1.0000
20.00 1.0026 1.0042 1.0045
30.00 1.0061 1.0095 1.0104
40.00 1.0098 1.0141 1.0157
50.00 1.0127 1.0166 1.0188
60.00 1.0141 1.0164 1.0188
70.00 1.0136 1.0138 1.0158
80.00 1.0109 1.0092 1.0100
90.00 1.0069 1.0041 1.0032
100.00 1.0020 0.9994 0.9963
120.00 0.9935 0.9946 0.9868
140.00 0.9926 1.0012 0.9894
160.00 1.0016 1.0180 1.0052

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.501
Cross-axis Coupling (g/g) 0.12% 0.04% 0.76%
* g =9.80 m/s? Rev G 07-2020

REF TEK reftek.com

SYSTEMS INC.




