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DATE: 2021/6/30

REF TEK 147A-01/3 Accelerometer
S/N:21702 P/N: 97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9995 0.9992 1.0002
10.00 1.0000 1.0000 1.0000
20.00 1.0011 1.0016 0.9995
30.00 1.0021 1.0028 0.9989
40.00 1.0026 1.0031 0.9981
50.00 1.0025 1.0029 0.9974
60.00 1.0021 1.0024 0.9970
70.00 1.0018 1.0021 0.9971
80.00 1.0021 1.0024 0.9982
90.00 1.0034 1.0038 1.0003
100.00 1.0059 1.0064 1.0040
120.00 1.0158 1.0173 1.0171
140.00 1.0311 1.0362 1.0386
160.00 1.0411 1.0545 1.0591

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.501
Cross-axis Coupling (g/9) 0.56% 0.36% 0.32%
*g=9.80 m/s’ Rev G 07-2020

REF TEK reftek.com

SYSTEMS [NC.




