REFATEK

SXS T EMghTNeEs

DATE: 2021/6/30

REF TEK 147A-01/3 Accelerometer
S/N:21725 P/N: 97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0003 1.0003
10.00 1.0000 1.0000 1.0000
20.00 0.9993 0.9991 0.9991
30.00 0.9982 0.9976 0.9977
40.00 0.9969 0.9959 0.9960
50.00 0.9958 0.9942 0.9943
60.00 0.9949 0.9927 0.9929
70.00 0.9947 0.9920 0.9921
80.00 0.9954 0.9922 0.9923
90.00 0.9974 0.9939 0.9937
100.00 1.0008 0.9974 0.9967
120.00 1.0127 1.0112 1.0088
140.00 1.0307 1.0350 1.0302
160.00 1.0442 1.0590 1.0531

SENSITIVITIES

Output Sensitivity (V/g) 2.499 2.501 2.499
Cross-axis Coupling (g/9) 0.36% 0.48% 0.32%
*g=9.80 m/s’ Rev G 07-2020

REF TEK reftek.com

SYSTEMS [NC.




