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DATE: 2020/11/6

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19150 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9992 1.0002 1.0002
10.00 1.0000 1.0000 1.0000
20.00 1.0017 0.9995 0.9995
30.00 1.0031 0.9988 0.9987
40.00 1.0034 0.9979 0.9977
50.00 1.0025 0.9970 0.9969
60.00 1.0009 0.9961 0.9963
70.00 0.9992 0.9957 0.9961
80.00 0.9978 0.9960 0.9967
90.00 0.9975 0.9973 0.9981
100.00 0.9987 1.0001 1.0006
120.00 1.0067 1.0119 1.0089
140.00 1.0225 1.0331 1.0198
160.00 1.0367 1.0535 1.0238

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.500
Cross-axis Coupling (g/9) 0.44% 0.48% 0.16%
*g=9.80 m/s’ Rev G 07-2020

REF TEK reftek.com

SYSTEMS [NC.




