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DATE: 2020/10/30

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19152 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9991 0.9992 0.9999
10.00 1.0000 1.0000 1.0000
20.00 1.0018 1.0018 1.0004
30.00 1.0033 1.0037 1.0009
40.00 1.0040 1.0048 1.0014
50.00 1.0041 1.0051 1.0019
60.00 1.0039 1.0049 1.0023
70.00 1.0039 1.0047 1.0027
80.00 1.0045 1.0049 1.0035
90.00 1.0061 1.0060 1.0048

100.00 1.0091 1.0084 1.0070
120.00 1.0201 1.0183 1.0161
140.00 1.0375 1.0343 1.0318
160.00 1.0504 1.0459 1.0440

SENSITIVITIES

Output Sensitivity (V/g) 2.499 2.501 2.500
Cross-axis Coupling (g/9) 0.12% 0.48% 0.60%
*g=9.80 m/s’ Rev G 07-2020
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