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DATE: 2020/11/6

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:19165 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9995 0.9996 0.9995
10.00 1.0000 1.0000 1.0000
20.00 1.0012 1.0010 1.0009
30.00 1.0025 1.0020 1.0015
40.00 1.0036 1.0026 1.0013
50.00 1.0041 1.0026 1.0003
60.00 1.0041 1.0019 0.9989
70.00 1.0038 1.0011 0.9976
80.00 1.0038 1.0003 0.9968
90.00 1.0047 1.0003 0.9971
100.00 1.0068 1.0015 0.9989
120.00 1.0167 1.0087 1.0081
140.00 1.0333 1.0226 1.0245
160.00 1.0436 1.0336 1.0381

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.501 2.501
Cross-axis Coupling (g/9) 0.04% 0.08% 0.16%
*g=9.80 m/s’ Rev G 07-2020
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SYSTEMS [NC.




