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DATE: 2021/6/29

REF TEK 147A-01/1/H
S/N:11009 P/N: 106293-01

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9997
10.00 1.0000
20.00 1.0007
30.00 1.0011
40.00 1.0009
50.00 1.0001
60.00 0.9989
70.00 0.9980
80.00 0.9978
90.00 0.9989

100.00 1.0018
120.00 1.0140
140.00 1.0351
160.00 1.0527

OUTPUT SENSITIVITY

Output Sensitivity (V/g) 2.501

* g =9.80 m/s® Rev G (07-2020)
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