REFATEK

S Y I E Mgl NeEs

DATE: 2021/11/1

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:21110 P/N: 97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0003 1.0003
10.00 1.0000 1.0000 1.0000
20.00 0.9990 0.9992 0.9992
30.00 0.9976 0.9980 0.9981
40.00 0.9959 0.9967 0.9969
50.00 0.9944 0.9956 0.9959
60.00 0.9934 0.9951 0.9955
70.00 0.9934 0.9956 0.9959
80.00 0.9949 0.9974 0.9977
90.00 0.9981 1.0009 1.0009
100.00 1.0035 1.0061 1.0059
120.00 1.0220 1.0225 1.0213
140.00 1.0502 1.0427 1.0401
160.00 1.0684 1.0485 1.0453

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.500
Cross-axis Coupling (g/g) 0.28% 0.20% 0.52%
*g=9.80 m/s’ Rev G 07-2020

REF TEK reftek.com

SYSTEMS [NC.




