REFATEK

SYE T EMgETNES

DATE: 2022-06-23

REF TEK 147A-01/3/INT/SM2 Accelerometer
S/N:R3725 P/N: R-180-S002

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9991 1.0003 1.0002
10.00 1.0000 1.0000 1.0000
20.00 1.0026 0.9992 0.9993
30.00 1.0059 0.9982 0.9983
40.00 1.0090 0.9970 0.9970
50.00 1.0109 0.9960 0.9958
60.00 1.0110 0.9956 0.9947
70.00 1.0093 0.9960 0.9941
80.00 1.0059 0.9978 0.9943
90.00 1.0020 1.0010 0.9955
100.00 0.9984 1.0059 0.9981
120.00 0.9956 1.0215 1.0082
140.00 1.0046 1.0430 1.0252
160.00 1.0251 1.0570 1.0401

SENSITIVITIES

Output Sensitivity (V/g) 1.251 1.251 1.251
Cross-axis Coupling (g/9) 0.16% 0.76% 0.20%
* g =9.80 m/s” Rev J (2022-05)

REF TEK reftek.com

STEMS [NC.




