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DATE: 2022/6/10

REF TEK 147A-01/3/INT/SM Accelerometer
S/N:22003 P/N: R-97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0001 1.0001
10.00 1.0000 1.0000 1.0000
20.00 0.9991 0.9998 0.9996
30.00 0.9977 0.9995 0.9989
40.00 0.9961 0.9992 0.9981
50.00 0.9946 0.9988 0.9973
60.00 0.9936 0.9986 0.9966
70.00 0.9934 0.9986 0.9963
80.00 0.9945 0.9993 0.9965
90.00 0.9971 1.0008 0.9976
100.00 1.0016 1.0036 0.9999
120.00 1.0175 1.0149 1.0095
140.00 1.0430 1.0371 1.0283
160.00 1.0685 1.0651 1.0518

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.500
Cross-axis Coupling (g/g) 0.12% 0.04% 0.28%
*g=9.80 m/s’ Rev H (2020-04)
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