REFATEK

S Y I E Mgl NeEs

DATE: 2022/7/7

REF TEK 147A-01/3/INT/SM Accelerometer
S/N: 22009 P/N: R-97996

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 0.9998 1.0000 0.9995
10.00 1.0000 1.0000 1.0000
20.00 1.0004 0.9999 1.0012
30.00 1.0010 0.9998 1.0024
40.00 1.0014 0.9997 1.0033
50.00 1.0016 0.9998 1.0036
60.00 1.0015 1.0003 1.0036
70.00 1.0011 1.0013 1.0037
80.00 1.0007 1.0031 1.0042
90.00 1.0006 1.0058 1.0057
100.00 1.0015 1.0076 1.0066
120.00 1.0084 1.0221 1.0203
140.00 1.0273 1.0416 1.0418
160.00 1.0558 1.0609 1.0661

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.499 2.501
Cross-axis Coupling (g/g) 0.52% 0.24% 0.20%
*g=9.80 m/s’ Rev H (2020-04)

REF TEK reftek.com

SYSTEMS [NC.




