REF/ATEK

SYSTEMGINE.

DATE: 2025/11/19

REF TEK 147A-01/3 Accelerometer
S/N: 25737 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0012 1.0004 1.0005
10.00 1.0000 1.0000 1.0000
20.00 0.9984 0.9989 0.9986
30.00 0.9968 0.9973 0.9966
40.00 0.9952 0.9953 0.9942
50.00 0.9938 0.9935 0.9921
60.00 0.9932 0.9921 0.9905
70.00 0.9936 0.9916 0.9902
80.00 0.9958 0.9925 0.9915
90.00 0.9999 0.9950 0.9948
100.00 1.0063 0.9997 1.0005
120.00 1.0280 1.0170 1.0205
140.00 1.0613 1.0460 1.0511
160.00 1.0922 1.0761 1.0785

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.501 2.499
Cross-axis Coupling (g/g) 0.60% 0.80% 0.44%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




