REF/ATEK

SYSTEMGINE.

DATE: 2025/12/15

REF TEK 147A-01/3 Accelerometer
S/N: 25740 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0005 1.0003 1.0002
10.00 1.0000 1.0000 1.0000
20.00 0.9986 0.9991 0.9995
30.00 0.9967 0.9978 0.9988
40.00 0.9946 0.9964 0.9981
50.00 0.9929 0.9955 0.9976
60.00 0.9920 0.9952 0.9974
70.00 0.9925 0.9959 0.9979
80.00 0.9949 0.9981 0.9994
90.00 0.9991 1.0017 1.0021
100.00 1.0054 1.0070 1.0064
120.00 1.0250 1.0230 1.0208
140.00 1.0528 1.0462 1.0440
160.00 1.0787 1.0690 1.0681

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.501 2.501
Cross-axis Coupling (g/g) 0.12% 0.12% 0.04%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




