REF/ATEK

SYSTEMGINE.

DATE: 2025/11/28

REF TEK 147A-01/3 Accelerometer
S/N:25743 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0004 1.0005 1.0005
10.00 1.0000 1.0000 1.0000
20.00 0.9988 0.9986 0.9985
30.00 0.9971 0.9966 0.9964
40.00 0.9953 0.9944 0.9941
50.00 0.9939 0.9924 0.9920
60.00 0.9934 0.9911 0.9906
70.00 0.9940 0.9909 0.9905
80.00 0.9965 0.9923 0.9921
90.00 1.0006 0.9956 0.9955
100.00 1.0067 1.0008 1.0012
120.00 1.0253 1.0184 1.0198
140.00 1.0513 1.0457 1.0481
160.00 1.0756 1.0741 1.0756

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.500 2.500
Cross-axis Coupling (g/g) 0.04% 0.12% 0.04%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




