REF/ATEK

SYSTEMGINE.

DATE: 2025/12/16

REF TEK 147A-01/3 Accelerometer
S/N: 25752 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0002 1.0004
10.00 1.0000 1.0000 1.0000
20.00 0.9991 0.9995 0.9990
30.00 0.9978 0.9988 0.9975
40.00 0.9963 0.9981 0.9959
50.00 0.9951 0.9976 0.9946
60.00 0.9944 0.9977 0.9940
70.00 0.9948 0.9987 0.9945
80.00 0.9968 1.0010 0.9968
90.00 1.0005 1.0046 1.0011
100.00 1.0065 1.0091 1.0077
120.00 1.0268 1.0278 1.0297
140.00 1.0598 1.0549 1.0637
160.00 1.0947 1.0817 1.0965

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.501 2.500
Cross-axis Coupling (g/g) 0.04% 0.44% 0.68%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




