REF/ATEK

SYSTEMGINE.

DATE: 2025/12/15

REF TEK 147A-01/3 Accelerometer
S/N: 25754 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0001 1.0003
10.00 1.0000 1.0000 1.0000
20.00 0.9990 0.9997 0.9992
30.00 0.9976 0.9992 0.9979
40.00 0.9960 0.9987 0.9965
50.00 0.9945 0.9984 0.9952
60.00 0.9935 0.9985 0.9943
70.00 0.9934 0.9992 0.9941
80.00 0.9946 1.0010 0.9952
90.00 0.9974 1.0041 0.9977
100.00 1.0023 1.0088 1.0022
120.00 1.0193 1.0250 1.0184
140.00 1.0466 1.0519 1.0462
160.00 1.0742 1.0810 1.0765

SENSITIVITIES

Output Sensitivity (V/g) 2.500 2.501 2.500
Cross-axis Coupling (g/g) 0.08% 0.40% 0.24%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




