REF/ATEK

SYSTEMGINE.

DATE: 2025/12/15

REF TEK 147A-01/3 Accelerometer
S/N: 25759 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0004 1.0003
10.00 1.0000 1.0000 1.0000
20.00 0.9992 0.9990 0.9992
30.00 0.9980 0.9974 0.9981
40.00 0.9967 0.9957 0.9968
50.00 0.9957 0.9942 0.9957
60.00 0.9952 0.9932 0.9950
70.00 0.9957 0.9932 0.9952
80.00 0.9976 0.9947 0.9966
90.00 1.0012 0.9980 0.9997
100.00 1.0069 1.0034 1.0047
120.00 1.0259 1.0223 1.0227
140.00 1.0556 1.0521 1.0528
160.00 1.0847 1.0808 1.0855

SENSITIVITIES

Output Sensitivity (V/g) 2.499 2.500 2.499
Cross-axis Coupling (g/g) 0.12% 0.56% 0.48%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




