REF/ATEK

SYSTEMGINE.

DATE: 2025/12/15

REF TEK 147A-01/3 Accelerometer
S/N: 25760 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0001 0.9998 1.0002
10.00 1.0000 1.0000 1.0000
20.00 0.9997 1.0003 0.9995
30.00 0.9992 1.0006 0.9989
40.00 0.9987 1.0005 0.9981
50.00 0.9985 1.0004 0.9975
60.00 0.9987 1.0004 0.9972
70.00 0.9995 1.0009 0.9976
80.00 1.0015 1.0022 0.9989
90.00 1.0048 1.0046 1.0015
100.00 1.0096 1.0085 1.0057
120.00 1.0260 1.0228 1.0207
140.00 1.0535 1.0482 1.0476
160.00 1.0858 1.0788 1.0805

SENSITIVITIES

Output Sensitivity (V/g) 2.501 2.500 2.500
Cross-axis Coupling (g/g) 0.28% 0.36% 0.32%
*g=9.81m/s’ Rev L (2025-09)

REF TEK reftek.com

SYSTEMS [NC.




