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DATE: 2026-07-06

REF TEK 147A-01/3/INT/SMHR2 Accelerometer

S/N: R4014 P/N: R-180-S002
DAS: 34194

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0003 1.0009
10.00 1.0000 1.0000 1.0000
20.00 0.9991 0.9990 0.9978
30.00 0.9977 0.9975 0.9953
40.00 0.9961 0.9957 0.9931
50.00 0.9946 0.9940 0.9916
60.00 0.9934 0.9927 0.9911
70.00 0.9931 0.9921 0.9917
80.00 0.9939 0.9928 0.9939
90.00 0.9963 0.9951 0.9977
100.00 1.0006 0.9993 1.0035
120.00 1.0168 1.0156 1.0220
140.00 1.0454 1.0441 1.0498
160.00 1.0783 1.0766 1.0750
SENSITIVITIES
Output Sensitivity (V/g) 1.251 1.250 1.250
Cross-axis Coupling (g/g) 0.44% 0.36% 0.20.%
*g=9.80 m/s® Rev M (2024-06)
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