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DATE: 2026-07-14

REF TEK 147A-01/3/INT/SMHR2 Accelerometer

S/N: R4016 P/N: R-180-S002
DAS: 34196

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0007 1.0010 1.0003
10.00 1.0000 1.0000 1.0000
20.00 0.9981 0.9977 0.9992
30.00 0.9957 0.9954 0.9980
40.00 0.9934 0.9934 0.9966
50.00 0.9919 0.9921 0.9953
60.00 0.9917 0.9916 0.9945
70.00 0.9930 0.9922 0.9945
80.00 0.9964 0.9944 0.9959
90.00 1.0015 0.9984 0.9988
100.00 1.0088 1.0045 1.0036
120.00 1.0304 1.0247 1.0208
140.00 1.0598 1.0557 1.0490
160.00 1.0828 1.0846 1.0782
SENSITIVITIES
Output Sensitivity (V/g) 1.250 1.251 1.251
Cross-axis Coupling (g/g) 0.32% 0.40% 0.04%
*g=9.80 m/s® Rev M (2024-06)
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