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DATE: 2026-09-08
REF TEK 147A-01/3 Accelerometer
S/IN:25731 P/N: R-97499-00

NORMALIZED MAGNITUDE - FREQUENCY CHARACTERISTICS

1.00 1.0003 1.0003 1.0004
10.00 1.0000 1.0000 1.0000
20.00 0.9990 0.9992 0.9989
30.00 0.9976 0.9980 0.9973
40.00 0.9958 0.9967 0.9953
50.00 0.9941 0.9955 0.9934
60.00 0.9927 0.9949 0.9916
70.00 0.9920 0.9952 0.9907
80.00 0.9924 0.9969 0.9907
90.00 0.9942 1.0001 0.9922
100.00 0.9978 1.0053 0.9954
120.00 1.0113 1.0227 1.0084
140.00 1.0338 1.0488 1.0310
160.00 1.0556 1.0708 1.0546
SENSITIVITIES
Output Sensitivity (V/g) 2.500 2.500 2.501
Cross-axis Coupling (g/g) 0.12% 0.76% 0.56%
* g =9.80 m/s? Rev L (2024-06)
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